Pacemaker Lead Endocarditis Due to Trichosporon Species.
Pacemaker-related fungal endocarditis is an uncommon and unexpected complication. It is associated with high mortality rates. Due to nonspecific clinical symptoms, negative blood culture and delays in obtaining appropriate imaging studies; late diagnosis is common with fungal endocarditis. Hereby we are reporting a rare case of pacemaker lead endocarditis due to Trichosporon species. In literature we did not find any case of pacemaker-related endocarditis due to Trichosporon species.